Corrigendum

In tender document
Tender Enquiry No.24/Transfusion/141(IV)/2016-RISH (ADMN)

Dated: 03-09-2016

As per schedule, Pre- Bid meeting of “Tender for Coagulation Analyzer for Department of Transfusion Medicine” was held on 26-08-2016 at 03.00 PM, in the tender opening room.

After consideration by Store Purchase Committee following modification (deletions/additions/replacements) additions for Tender Enquiry No. 24/Micro/141(IV)/2016-RISH (ADMN) has been made.

Point Srl No. 01 at page no. 19:-
For: Fully Automated Coagulation analyzer with built in printer.
Read as: Fully Automated Coagulation analyzer with built in printer/External Printer.

Point Srl No. 12 at page no. 19:-
For: Throughput should be >10 test per min for factor 8 and other clotting factors.
Read as: Throughput should be > 100 test/hrs for PT and PTT.

Following specifications are being added:-

1. Technology should be suitable to avoid interference with lipemic, ictenic or hemolysed sample.

2. Method validation as per internationally accepted guidelines (e g. westgard/ISIH) criteria should be done by the company at their own cost as a part of installation.

Note: Last date of submission of bids in respect of aforesaid tender is hereby extended till 28-09-2016 at 03:00 PM and Technical bid will be opened on same day at 03.30 PM.