Corrigendum

In tender document
Tender Enquiry No.24/Common/142(ii)/2016-RISH (ADMN)

Dated: 05-09-2016

As per schedule, Pre- Bid meeting of “Tender For supply of Common Equipments” was held on 26-08-2016 at 03.00 PM, in the tender opening room.

After consideration by Store Purchase Committee following modification (deletions/additions/replacements) additions for Tender Enquiry No. 24/Common/142(ii)/2016-RISH (ADMN) has been made.

1. **For Ultrasonic Cleaner:** - Specification Point No. 6, Page No. 23
   
   **Read as:** - Ultrasonic power should be minimum 01 KW or more.

2. **For Ultrasonic Cleaner:** - Specification Point No. 8, Page No. 23
   
   **Read as:** - Heater SS-304 strip type should be minimum 01 KW or more, thermostatically controlled.

3. **For Ultrasonic Cleaner:** - Specification Point No. 13, Page No. 23
   
   **Read as:** - Minimum Tank size should be 500mmX 500mmX200mm (50 ± 5 Liter)

4. **For Ultrasonic Cleaner:** - Specification Point No. 16, Page No. 23
   
   **Read as:** - A Float Switch/Automatic Cut-off shall be provided to avoid any dry running of the heater and ultrasonic due to low level of liquid in the tank.

**Note:** Last date of submission of bids in respect of aforesaid tender is hereby extended till 04-10-2016 at 03:00 PM and Technical bid will be opened on same day at 03.30 PM.