Corrigendum

In tender document
Tender Enquiry No.24/Optho/136(VIII)/2016-RISH (ADMN)

Dated: 27-08-2016

As per schedule, Pre- Bid meeting of “Tender for Fundus Camera with FFA and ICG Unit Department of Ophthalmology” was held on 22-08-2016 at 03.00 PM, in the tender opening room.

After consideration by Store Purchase Committee following modification (deletions/additions/replacements) additions for Tender Enquiry No. 24/Optho 136(VIII)/2016-RISH (ADMN) has been made.

Point srl no. 01 at Page no. 19:
For: - Field angle 20 degree and 50 degree.
Read as: Field angle: 20°, 30°, 45° or 50°

Point srl no. 04 at Page no. 19:
For: Capture Sequence 1.5.....5 seconds (depending on flash energy).
Read as: Capture Sequence 1-2 seconds (depending on flash energy or laser based)

Point srl no. 07 at Page no. 19:
For: Capture sensor: CCD 5.0 megapixels medical grade integrated in system (External camera not acceptable).
Read as: Capture sensor: CCD 8 to 12 Megapixels or higher camera.

Point srl no. 11 at Page no. 19:
For: Illumination for observation: Halogen.
Read as: Illumination for observation: Halogen/LED.

Point srl no. 14 at Page no. 19:
For: Computer operating system: Windows XP professional or higher
Hard drive: Minimum 320GB (preferably 1TG) for storage of up to 150,000/-images with 2 GB RAM.
Read as: System should be ready for FA/ICG/AF with appropriate software for accessing reports, data and images and networking capability.
Note:-

1. On site demonstration may be required.

2. Last date of submission of bids in respect of aforesaid tender is hereby extended till 13-09-2016 at 03:00 PM and Technical bid will be opened on same day at 03.30 PM.